


Intended  Use:  Disposable Barrier Envelopes are 
intended to be used as a disposable barrier for Air 
Techniques Phosphor Storage Plates. This device is non-
sterile and intended for single patient use only.



Dispose of Barrier Envelopes in accordance with all local 
regulations.

Do not use a Barrier Envelope that has been punctured or torn.

The user/patient is required to report to the manufacturer and 
the competent authority of the Member State in which the user 
and/or patient is established any serious incident that has 
occurred in relation to the device.

Clean the Barrier Envelope after being removed from the 
patient’s mouth with a disinfectant wipe, such as Air Techniques 
Monarch Surface Wipes.  Allow the Barrier Envelope to 
completely dry prior to ejecting the PSP.
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TEMP + HUMIDITY

10% TO 95% RH
60°C

-25°C
-13°F

140°F

Only for use with ScanX
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